Structural features of latex gloves in dental practice.
The aim of this study was to define from a morpho-structural point of view, using scanning electron microscopy, the features of various types of disposable latex gloves commonly used in Italian dental practice (Biogel D, Trend, Pagni, J&J, Latechnics, Pehasoft, Bantex). None of the brands examined was free from morphological flaws; however, while in some of these only slight depressions were found (Biogel D, Trend), in others (Latechnics, Bantex) there was a marked lack of homogeneity in the latex structure or real holes (Pehasoft). This study emphasizes the current difficulties faced by dentists in the search for safe working conditions.